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1 INTRODUCTION 
1.1 Abdominal aortic aneurysms (AAA) 
An aneurysm can be defined as a permanent and ir-
reversible localized dilatation of an artery, having at 
least a 50% increase in diameter compared with the 
healthy one. It can appear anywhere, but it occurs 
most commonly in the aorta, as well as in arteries 
located at the base of the brain and in the legs. 
Two treatments are currently available for the 
treatment of aneurysms: conventional surgical repair 
(open surgery) (Myers et al. 2001) and endovascular 
aneurysm repair (EVAR) (Parodi et al. 1991). The 
first involves the replacement of the damaged sec-
tion of the aorta with a prosthetic graft through a 
surgical procedure (a large incision in the abdomen). 
EVAR is a minimally invasive procedure in which a 
stent-graft is guided from the femoral artery to the 
affected artery segment in order to prevent wall rup-
ture shielding the aneurysm from the blood pressure. 
The latter is usually associated with less physiologi-
cal derangement, lower morbidity and mortality, and 
more rapid recovery than open surgery (Chuter et al. 
2004) but, after the procedure, regular surveillance 
to detect and prevent complications such as graft 
migration, stent fracture, endoleaks, enlargement of 
the aneurysm sac, and AAA rupture is required. 
Comparing both treatments, EVAR is preferable 
due to the fact of being less stressful and reducing 
significantly systemic complications (Rutherford & 
Krupski 2004), as well as having lower costs of in-
patient stay and less or no need for intensive care fa-
cilities during recovery. The durability of open sur-
gery, established with long-term follow-up studies, 
is excellent (Rutherford & Krupski, 2004), so good 
that there is little or no requirement for long-term 
surveillance, in contrast with EVAR whose current 
results suggest that there is a need for increased sur-
veillance and re-intervention (Hayter et al. 2005). 
Considering the longer life expectancies and the ris-
ing public expectations for quality of life, the costs 
associated to the follow-up can jeopardize EVAR’s 
effectiveness. 
1.2 EVAR Surveillance 
The current surveillance protocol involves imaging 
at 1, 6, and 12 months after the procedure, and the-
reafter, on an annual basis. In order to reduce and 
even eliminate these exams, new surveillance tech-
nologies are being investigated and the most promis-
ing technique identified so far is remote pressure 
sensing (Springer et al. 2007). Up to now, existing 
sensors are randomly placed on the aneurysm sac 
and only provide information, namely the pressure, 
regarding a single point. 
Several studies using full AAA models (stent-
graft, aorta and aneurysm sac) have been presented 
in the literature (Li & Kleinstreuer, 2006, Frauen-
felder et al. 2006, Scotti & Finol, 2007), but they 
mainly studied the drag forces on the stent-graft, or 
the stresses on the vessel that can lead to rupture. 
This paper introduces a Computational Fluidic 
Model (CFD) with Fluid Structure Interaction (FSI) 
of an AAA to study the pressure variations inside 
the aneurysm sac after stent-graft placement. The 
goal is to determine if there is a best location for 
placement of pressure sensors and to check if more 
information (besides the aneurysm sac pressure) can 
be retrieved. Additionally, the influence of AAA 
geometry on the sac pressure is also analyzed. 
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2 AAA MODEL 
2.1 Geometry 
A full parametric script was implemented in a CAD 
software for the 3D modeling of the AAA geometry 
(Fig. 1). The geometry of the AAA is based on typi-
cal fusiform aneurysms geometries, including mod-
els built from CT-scan available in literature (Li & 
Kleinstreuer, 2006, Vorp, 2007). 
a) 
 
b) 
 
c)
 
Figure 1. AAA geometry: a) main modeling parameters, b) 3D 
mechanical model and c) 3D fluidic model. 
 
For the study presented here, aorta radius and 
aorta wall thicknesses of 2.5 cm and 2.5 mm respec-
tively, were used. The aneurysm has a length of 10.5 
cm and a main radius of 6.7 cm. 
2.2 Material Properties 
The transient simulation used considers the pulsate 
nature of blood flow. The model includes the blood 
flow, the bifurcated stent-graft, the aorta wall mo-
tion (including the aneurysm wall) and the stagnant 
blood inside the aneurysm sac (essential for the 
pressure simulation inside the sac). 
a)
b)
Figure 2. Fluidic boundary conditions: a) inlet velocity and b) 
outlet pressure. 
 
The ANSYS multiple code coupling (MFX) with 
FSI coupling between Ansys and CFX was used to 
solve the model. Newtonian, laminar and incom-
pressible blood flow was assumed with a density of 
ρ = 1.05 g/cm3 and a viscosity of ν = 0.0035 Pa.s. 
The diseased AAA wall was modeled as a non-
linear, isotropic, elastic material with a density ρ = 
1.2 g/cm3, a Young’s Modulus E = 4.6 MPa and a 
Poisson’s ratio of 0.49 (Li & Kleinstreuer, 2006). 
The healthy part of the aorta (AAA neck) and iliac 
were also assumed to be a non-linear, isotropic, elas-
tic material with a density ρ = 1.2 g/cm3, a Young’s 
Modulus E = 2 MPa and a Poisson’s ratio of 0.45. 
The stent graft-graft was modeled with SHELL ele-
ments, and was assumed to be a non-linear, isotropic 
material with a Young’s Modulus E = 10 MPa and a 
Poisson’s ratio of 0.3. 
The aneurysm sac, an important part of the model 
for the pressure analysis, was modeled as a stagnant 
liquid by using FLUID80 element from the ANSYS 
element library. This element allows the simulation 
of stagnant fluids in containers with no flow. 
2.3 Boundary Conditions 
The mechanical domain of the simulation was as-
sumed to have zero displacement at the top of the 
AAA neck and at the bottom of the iliacs, while a 
time dependent uniform velocity was applied at the 
inlet of the fluidic domain (Fig. 2a) and a time de-
pendent normal traction (due to luminal pressure) on 
the outlet (Fig. 2b). A full cardiac cycle (1.1 s) was 
simulated. 
3 RESULTS AND DISCUSSION 
3.1 Simulation Results 
Initially, a simpler AAA model without stent-graft 
was used to validate the FSI solver. These initial si-
mulation results showed a maximum aorta dis-
placement of 1.9 mm and a maximum stress (von 
Mises) around 0.4 MPa in good agreement with the 
data from Li & Kleinstreuer, 2006 (using a similar 
geometry size). 
 
Figure 3. Results of the aneurysm sac pressure during systolic 
pressure (t = 0.5 s). 
 
Next, the full AAA model with stent-graft was 
simulated and Figure 3 shows the pressure inside the 
aneurysm sac at systolic pressure (t = 0.5 s). Clearly, 
some pressure variations along the aneurysm sac are 
visible with the minimum pressure occurring close 
to the stent-graft bifurcation. A closer look to the 
stent-graft displacement at the same simulation time 
(Fig. 3) suggests that the minimum pressures are re-
lated to the maximum stent-graft displacements. 
In order to assess the pressure variations inside 
the aneurysm sac during one cardiac cycle, two 
zones were defined (zone 1 and 2 in Fig. 3) and the 
mean pressures within those regions were plotted 
along with the pressure boundary condition at the 
outlet. The results are depicted in Figure 4. 
3.2 Discussion 
These initial simulations imply that the pressure var-
iations within the aneurysm sac are related to the 
displacement of the stent-graft caused by the luminal 
pressure. If this is the case, the placement of one 
sensor on the region with less structural stability 
(higher displacement) might be a good indicator, 
when compared to other sensor placed elsewhere 
within the aneurysm sac, of the structural integrity 
of the stent-graft. 
Figure 4. Stent-graft displacement during systolic pressure (t = 
0.5 s). 
 
Since the pressure variations inside the aneurysm 
sac seem to be related to the stent-graft material 
(structural behavior), a second set of simulations 
were performed using a higher Young’s Modulus for 
the stent-graft material, E = 60 MPa. 
Figure 5. Pressures inside aneurysm sac (zone 1 and 2 in Fig. 
3) and pressure boundary condition at the outlet. 
 
The second set of simulations (Fig. 6) clearly 
shows that the pressure within the aneurysm sac de-
pends on the structural behavior of the stent-graft 
material. In fact, simulations reveal that a large drop 
on the pressure within the aneurysm (> 10 mmHg) 
sac occurs when the Young’s Modulus is increased 
from 10 MPa to 60 MPa. As in the previous simula-
tion, the minimum pressures within the aneurysm 
sac occur around the area where the stent-graft dis-
placement is higher (Fig. 6b). 
a) 
b) 
Figure 6. AAA simulations using a Young’s Modulus of 60 
MPa for the stent-graft material: a) aneurysm sac pressure and 
b) stent-graft displacement during systole (t = 0.5 s). 
 
Figure 7 compares the aneurysm sac pressure on 
zone 1 (Fig. 3) during the total cardiac cycle for the 
two simulated models. In both cases, the aneurysm 
sac transient pressure changes are related to the lu-
minal pressure. 
 
Figure 7. Pressures inside aneurysm sac on zone 1 (Fig. 3) for 
different stent-graft material properties. 
4 CONCLUSIONS 
An abdominal aortic aneurysm CFD model with FSI 
was developed to study the suitability of using pres-
sure sensors to detect post-EVAR complications. 
The results demonstrate that pressure sensing in the 
aneurysm sac can be used both for leakage detection 
and to measure systolic and diastole blood pressures 
and indicate that the pressure within the aneurysm 
sac depends on the stent-graft material structural be-
havior. 
Although more simulations are required to evaluate 
the best location for the placement of a cluster of 
pressure sensors, the results obtained suggest that 
the differences in pressure within the aneurysm sac 
can be an indicator of the stent-graft material integri-
ty. 
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